High-frequency jet ventilation: technical implications.
A variety of technical decisions are required for the proper selection and safe and efficacious application of high-frequency jet ventilation (HFJV). Criteria for analyzing the performance of an HFJV system are presented, along with discussions of some of the more common respiratory measurements and their applicability to HFJV.